
Instructions for Use:

1. Remove grid from backing to expose    
 adhesive. (Fig. 1)

2. Place grid on patient directly over area    
 of interest. (Fig. 2)

3. Smooth grid onto patient’s skin to ensure   
 complete adhesion and eliminate any air   
 bubbles that may occur.

4. After scanning, use the series of 11 dots   
 on the image to determine needle entry   
 site. (Fig. 3)

5. With a fine point Sharpie® marker, make   
 mark where laser crosses the appropriate   
 line on the grid. Ink instantly transfers    
 through the grid material to mark entry    
 site on skin. (Fig. 4)

6. Remove grid from patient and discard. (Fig. 5)
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Sharpie® is a registered trademark of Newell Rubbermaid Corporation.
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WARNINGS AND PRECAUTIONS:
• Non-Sterile
• Single Patient Use Only; Do Not Reuse
• Not made with natural rubber latex 
• Lead-Free REV: MTGL_IFU_0123

If any serious incident occurs in 
relation to this device, report 
it to Beekley Medical and to 
the competent authority of the 
Member State in which the user 
and/or patient is established.
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